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Description
of GKO-A Equipment

a) Specifications

Telescope magnification 21 x
Objective apertura 1.2in. (30 mm)
Shortest sighting distance 251t (0.75m)
Diameter of field at 1000 ft. 30 ft.
Multipiication constant 100
Addition constant 0
Sensitivity of spherical level 20" per 2 mm
Leveling range of compensator + 30°
Working accuracy of compensator + 3"
Mean error for 1 km, double run + 25 mm
Diameter of azimuth circle 24 in. (60 mm)
Reading by estimation with magnifier 0.1 gon, 0.1°
Waight of instrument 4.2 Ibs, (1.9 kg)
Weaight of canrying case 1.8 Ibs. (0.8 kg)
Dimensions of carrying case 10.3x69=4.7in,

(26x15x12 cm)



b) Standard Equipment and Accessories

1 GEO-A level with transverse diopter in plastic car-
rying case with tool compartment containing: 1 hexago-
nal socket wrench with screwdriver, 1 plumb bob;

1 tripod no. 150B with wooden extension legs and
plastic protection cap or:

1 GKO-AC level with horizontal circle (400 gon or
360°), without transverse diopter. Same equipment as
GKO-A, Accessories available upon raquast:

Tripod no, 1504 with fixed wooden legs,

Adapter plate no. 1122904001 for centering tripod,
Stadia and leveling rod no. 1, 3m, 4m or Sm.

Leveling rod no 5 E (metric), with upright figures,

length 3 or 4m.

c¢) Short Description

Construction Features

The Kermn GKO-A is a rugged construction level that is
simple and convenient to operate. The objective is
effectively protected against damage due to falls by a
shield projecting from the housing. The bull's-eyve level
is within the housing. It can a viewed directly from above
or from the eyepiece end by means of a prism. There ist
no reversal laterally or longitudinally in the prism view. &
friction coupling replaces the customary horizontal
clamp. The slow-motion is continuous and is operated
by either one of two knobs located on opposite sides of
the instrument. The focusing drive is also continuous so
it can always be turmed in the same direction. The
G K 0-A has cross-sighting eyvepieces that establish a line
perpendicular to the ling of sight of the level on either
side,

The GK0-AC has a built-in horizontal circle that is read
by means of a magnifying lens. Both 360° and 400 gon
circles are available,

GK Principle

Like all Kern levels the GKO-A has no leveling screws.
The conical bearing surface of the instrument base sits
on the sphencal surface of the tripod head. Coarse level-
ing is accomplished by shifting the instrument on this
spherical surface until the bull's-eye level is centered,
The combination of jointed-head (GK) principle with
automatic leveling of the line of sight and upright
telescope image offers the user the ultimate in simple,
timeasaving operation,

Automatic

When the coarse leveling is finished the compensator
automatically completes the fine leveling. The compen-
sation unit has an optical image-reversion system, It is
suspended with its counterweight from a horizontal axis
by means of a precision ball bearing. Damping is provid-
ed by the field of a magnet.

Warning Diaphragm

When the coarse leveling is inadeguate a red warning
diaphragm appears at either the upper or lower edge of
the field of view of the telescope, depending on the
direction of inclination of the instrument. Further level-
ing is required.
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ig.1  GKO-A with transversa diopter
Objective
Instrument base
Tripod head
Fastening scraw
Travarse diopter

Fig.2 GKO-AC with horizontal circle
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Focusing knob

Eyvepiece

Haorizontal slow motion drive

Adjusting screvy for the action of the horizontal
slow motion drive

Bull's-eve level

Circle reading magnifier

Krurled ring for circle orientation



Operation

a) Unpacking and Packing the Instrument

Grasp the carrying strap above the toggle and pull away
from the case. Open the cover and remove the instru-
ment from the case. overcoming the resistance of the
retaining spring. To replace the instrumant in the case,
hold the instrument with the telescope parallel to the
longitudinal axis of the case and the eyvepiece over the
tool compartiment. Then push the instrument in, making
sure that the retaining sprning snaps back into place.

h) Setting Up

Set up the tripod, treading in the legs. Place the instru-
ment on the wripod and engage the threads of the central
fastening screw but do not tighten. Grasp the instrument
base with both hands and shift the intrument over the
sphencal surface until the bull's-eye level is centered
(Fig.3). Now the central fastening screw should be
tightenad moderately,
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Fig.3 Rough leveling with both hands



c) Preparation of Telescope

The eyepiece must be focused accurately on the reticule.
Tao do this, point the telescope at @ moderately bright,
uniform background such as the sky. With both eves
open view the distant background. Using the eye
customarily used to observe, sight the reticule with the
same eye position, and focus the crosshairs sharply by
tuming the eyepiece ring. Now sight a fixed object 200
or 300 feet away, focusing it with the objective focus.
Maove the eye up and down while viewing this object
through the telescope. If the reticule lines appear to
move over the object, refocus the objective until the lines
appear to be fixed on the object. Clarify the image with
the eyepiece focus and check again by moving the EYVE
up and down,

d) Measuring with the GK0-A

Heights

Foint at the rod by turning the instrument and sighting
along one edge of the instrumant housing. Accidental
rotation of the instrument is prevented by a friction cou-
pling: there is no need to release and then retighten a
clamp screw. Mext the horizontal slow-motion drive is
turned until the rod image lies approximately in the cen-
ter of the reticule. Mow focus the telescope until the rod
image is clear and sharp. Thanks to the automatic com-
pensator the instrument is ready and the reading can
now be taken on the rod. In Fig.4 the rod reading is
1.105m.

Distances

With the two stadia hairs, one above and one below the
horizontal cross-hair, distance can be measured simply.
The multiplication constant is 100. The reading of the rod
intercept betwean the stadia hairs in centimeter units
gives the distance in meters. In Fig. 4 the distance is 20.5
m.
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Fig, 4 Fig.5
Telescope image Circle reading: 18.5 gon
Height: 1.105 m

Distance; 205 m

Angles

When the GKO0-4 or GKD-AC is used on layvout work or
tachymetric surveys, the instrument must be centered
over a fixad ground point. For such set-ups the plumb
bob found in the tool compartment is attached to the
central fastening screw. Centering is accomplished in
the usual manner,

Only right angles can be laid out or checked with the
GKO-A, using the cross-sighting eyepiece. However,
the GKO-AC can be used to lay out or check any angle.
The horizontal circle can be set to any reading with the
knurled ring (12, Fig. 2). In Fig. 5 the circle reading is 18.5
qon.






